[Experience in using a Renex-Fluoro digital fluorograph in tuberculosis control service in Novomoskovsk].
The paper outlines the design of a Russian Renex-Fluoro small-dose digital fluorograph and its operating principle. The capacities of digital fluorography in the diagnosis of different forms of pulmonary tuberculosis are considered. The data of a comparative statistical analysis of the diagnostic informative value of digital and film fluorography are given.